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dr. R. Dwinger; Ms. A.Vermunt, Head Department of Q.C; & Mr. A. Roos, Q.C.

RESIDUE | ITEM COMMENTS

100,111, | 3 Samples for chiorinated hydrocarbons (CHC), polychlorinated biphenyls (PCBs), organophosphates (OP), trace

300,400, elements (TE), hormones (H), and nitrogen pesticides (NP) were analyzed between 6 to 12 weeks.

500,600

300,400, | 9 Standards book for organophosphates, nitrogen pesticides, and trace elements was not maintained for quality

500,600 assurance program.

112,602, { 13,16 ‘ When percent recovery results for hexachlorobenzene "HCB”™ (71 .9%), methomyl (51.7%), and propoxur

604. (60.7%) were fallen below the established acceptable limit (80%) and any corrective actions taken were not
documented.

100,111, | 14,17 Intralaboratory and/or interlaboratory check samples for quality assurance program were not performed for

300,400, chlorinated hydrocarbons, polychlorinated biphenyls, organophosphates, nitrogen pesticides, and trace elements.
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RESIDUE ITEM COMMENTS

500 9 Standards book for hormones was not maintained for quality assurance program.

500, 800 | 13, 17 When percent recovery results for hormones and sulfadimethoxine (46.9%) were fallen below the established

acceptable limit and any corrective actions taken were not documented.
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